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Mini Multi-Battery Tester™ Data Sheet 




The ZTS Mini Multi-Battery Tester™ (Mini-MBT) pro- 
vides a comprehensive means of testing the state of 
charge or state of power for more than 15 battery 
types. The mini-MBT's microprocessor-based design 
makes battery testing simple - using a fully automatic, 
high accuracy pulse load test. After the timed test 
cycle, percentage of remaining battery capacity is in- 
dicated on the LED bar display. Battery types are 
clearly labeled next to appropriate contacts. There 
are no settings, and test results are easy to under- 
stand. Its small size makes it ideal for the gadget 
bag, toolbox, or home utility drawer. Tests NiMH, Al- 
kaline, and Lithium. Uses 4AAA batteries. 

Why a Pulse Load Test? In today's electronics, bat- 
tery performance is very important. The Mini-MBT 
computes the battery's actual remaining power ca- 
pacity using a 2-second pulse load test. This pulse 
load simulates the real power demand that batteries 
experience in a high drain electronic device. So bat- 
tery performance is measured, not just voltage. The 
Mini-MBT automatically disconnects the load after two 
seconds, so it will not harm or drain the battery. 


Testing capability: 


Display: 

Contact terminals: 

Dimensions: 
Weight: 
Part No.: 
UPC: 


1.2v NiMH rechargeable [AA, AAA, C, D] 
1.2v NiCd rechargeable [AA, AAA, C, D] 
1.5v alkaline [AA, AAA, C, D, N] 
3v photo lithium [CR123, CR2, CRV3] 
9v alkaline, carbon zinc 

Five (5) LEDs - Green, yellow, and red 

Nickel-plated brass. Positive terminals fixed. Built-in 
negative test lead. 

4 x 2.5 x 0.75 in. 

approx. 3 oz. (85g) 

Mini-MBT 
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